Abstract-We present flow-based results from the early stage design cycle, based on computational modeling, of a prototype flow-diverter device, known as the 'Sphere', intended to treat bifurcation aneurysms of the cerebral vasculature. The device is available in a range of diameters and geometries and is constructed from a single loop of NITINOL Ò wire. The 'Sphere' reduces aneurysm inflow by means of a high-density, patterned, elliptical surface that partially occludes the aneurysm neck. The device is secured in the healthy parent vessel by two armatures in the shape of open loops, resulting in negligible disruption of parent or daughter vessel flow. The device is virtually deployed in six anatomically accurate bifurcation aneurysms: three located at the Basilar tip and three located at the terminus bifurcation of the Internal Carotid artery (at the meeting of the middle cerebral and anterior cerebral arteries). Both steady state and transient flow simulations reveal that the device presents with a range of aneurysm inflow reductions, with mean flow reductions falling in the range of 30.6-71.8% across the different geometries. A significant difference is noted between steady state and transient simulations in one geometry, where a zone of flow recirculation is not captured in the steady state simulation. Across all six aneurysms, the device reduces the WSS magnitude within the aneurysm sac, resulting in a hemodynamic environment closer to that of a healthy vessel. We conclude from extensive CFD analysis that the 'Sphere' device offers very significant levels of flow reduction in a number of anatomically accurate aneurysm sizes and locations, with many advantages compared to current clinical cylindrical flow-diverter designs. Analysis of the device's mechanical properties and deployability will follow in future publications.
INTRODUCTION
The frequency of intracranial aneurysms in the general population is considered to be between 1 and 5%. 47 In the vast majority of cases, these aneurysms are asymptomatic, posing no health risk to the patient. In some cases, an aneurysm will rupture, causing a potentially life-threatening hemorrhage. The risk of rupture can be dependent on aneurysm size and geometry but is typically only a few percent for small aneurysms, increasing to up to 50% for giant (>25 mm diameter) lesions. 49 Intracranial aneurysm rupture is a major cause of stroke, resulting in hemorrhagic stroke or subarachnoid hemorrhage. Aneurysm rupture can lead to significant brain damage and even death in around 25% of hemorrhage cases. 8 As diagnostic imaging use becomes more widespread, an increasing number of asymptomatic aneurysms are being identified during imaging scans (CT, MRI) requested for other conditions. 47 This has lead to marked increase in the need for effective treatment options to stabilize the ever-increasing number of aneurysms identified as being at risk of rupture or complications. Treatments focus on reducing the rupture risk by excluding the aneurysm from the circulation, which induces stable thrombus formation within the aneurysm sac, and ultimately, vascular remodeling.
Flow-diverters (FDs) were first proposed in the late 1990s 15 as a potential treatment for cerebral aneurysms, which would potentially eliminate the problems associated with the placement of coils (e.g., coil migration, mass effect, puncture of aneurysm dome, etc.) and achieve aneurysm stabilization by decreasing the blood flow into the aneurysm sac. Flow-diverter treatment aims to reconstruct the parent vessel with a low porosity stent that reduces intra-aneurysmal flow, leading to stable thrombus formation in addition to allowing neointimal and endothelial growth on the stent surface. 30 A typical flow-diverter of a cylindrical design, placed to treat a sidewall aneurysm, is shown in Fig. 1 (left) . A similar design of flow-diverter was first used in a patient in 2006, 25 and from early experiences of the devices' usage on a variety of clinical cases, the outcomes have been positive with good aneurysm occlusion rates at times of follow up. 5, 24, 25, 27 Many authors have shown low flow-diverting effects experienced by small side branches and perforators of a vessel after FD deployment, suggesting there is little risk of secondary infarction following treatment in territories with rich collaterals. 21 However, the result of large vessel occlusion by flow-diverters, especially at bifurcations, remains unknown.
There are currently two cylindrical designs of cerebral flow-diverter on the market that are approved for use in patients: the PIPELINE EMBOLIZATION DEVICE, known as the PED (Covidien/ev3, Irvine, CA) and the SILK flow-diverter (Balt Extrusion, Montmorency, France), with another four or five in various stages of development. Clinical experience of both the PIPE-LINE 24, 27 and the SILK 21, 25 report good aneurysm occlusion in many different sac sizes and geometries. The body of research detailing clinical experience with both designs of flow-diverter continues to grow, with a total of over 800 interventions recorded in the literature.
While such flow-diverter designs present an elegant treatment solution for sidewall aneurysms, treatment of bifurcation aneurysms with FDs remains problematic. The closed-cell cylindrical nature of current FD designs makes the jailing of all but one daughter vessel inevitable during treatment. This is illustrated in Fig. 1 (right). A study conducted by Saatchi et al. 36 included 46 'uncoilable' aneurysms that originated at vessel branches. Although successful treatment with PED was reported in 41 cases, in the five remaining cases (10.9%) complete occlusion of the daughter vessel was reported, which resulted in the death of one patient.
Alternative concepts to the conventional cylindrical flow-diverter have been proposed to better address the treatment of bifurcation aneurysms and reduce treatment morbidity and mortality. The most significant alternative is the WEB device (Sequent Medical, Aliso Viejo, CA) The WEB device is capable of treating a bifurcation aneurysm without daughter vessel occlusion by morphing a NITINOL Ò mesh, similar to conventional cylindrical FDs, into a collapsible ball that may be deployed within the aneurysm dome. 20, 32 The device is then secured within the aneurysm sac itself by expanding to oppose the vessel wall in a similar manner to conventional coiling. Whether or not a relatively high radial force device deployed inside the aneurysm dome alters any risk of aneurysm weakening, enlarging or rupture is unknown, as is the effect of such forces on wide-neck and giant aneurysms in particular.
In this study we propose a novel design for a device with flow-diverting functionality, intended to specifically treat bifurcation aneurysms. The device, known as the 'Sphere', is a NITINOL Ò spherical frame that presents a high-density face to the aneurysm neck in order to reduce inflow. It is secured by 'legs' in the form of multiple open hoops that form part of the spherical frame, which are deployed in the parent vessel distal to the aneurysm. Thus, all bifurcation daughter vessels remain uncompromised following treatment, unlike some interventions using conventional cylindrical FDs. In addition, the device is secured in a non-diseased portion of the artery where high radial force, of the order of conventional cylindrical FDs, is not a concern and no portion of the flowdiverter enters the delicate aneurysm dome. We present an analysis of one of the 'Sphere' device designs, of which there are several, deployed in six patient-specific, anatomically accurate aneurysm geometries.
LITERATURE REVIEW

Flow-Diverter Devices
A broad spectrum of stent designs has been studied using computational fluid dynamics (CFD) modeling in the literature, ranging from the very abstract to designs that are commercially available. From these studies, it is clear that when considering variations in flow-diverter geometry, porosity has been most widely investigated, with the general and intuitive assumption that lower porosity devices inhibit flow to greater degree. It is widely held that a porosity of around 70% is optimal for flowdiverting stents. 9, 23, 42 Exploring beyond the effect of porosity, Lieber et al. 22 reported the effect of strut size on intra-aneurysm flow. The study concluded that at a constant porosity, decreasing the filament diameter and therefore increasing the number of struts across the aneurysm neck reduced inflow more. Fu et al. 11 considered the role of stent geometry and surface pattern on aneurysm inflow, with strut cross-section (circular, rectangular, and concave) and overall pattern of the stent (zig-zag or helical) being varied. The greatest reduction in inflow and wall shear stress (WSS) was seen with a design having struts with a rectangular cross-section arranged in a zig-zag pattern. In a paper discussing mesh optimisation strategies, Appanaboyina et al.
2 modeled stents with both zig-zag and hexagonal cell designs, finding the greatest reduction in inflow from the zig-zag design.
Current commercially available flow-diverters are dominated by the SILK/SILK + (Balt Extrusion, Montmorency, France) and PED (EV3/Covidien, Irvine, CA). Both devices have a cylindrical shape composed of a rhomboid-shaped mesh that is woven from NITINOL Ò wires of approximately 30 lm diameter. The mesh is woven from 48 strands of wire resulting in mesh pore diameters in the range of 110-250 lm. The devices are available in a similar range of diameters (typically 2.5-5 mm) and lengths (10-40 mm) resulting in a device porosity of around 70% regardless of device size or manufacturer.
The WEB/WEBII device (Sequent Medical, Aliso Viejo, CA) is the only other commercially available flowdiverting device approved for use in Europe, but not the US, to date. The WEB resembles a cylindrical flow diverter with both open ends crimped closed to create a small mesh ball that may be expanded inside the aneurysm sac. The device is available in diameters between 5 and 11 mm and is constructed from a braided mesh comprising 108 or 144 wires, depending on the device size. Two layers of mesh are employed, one inside the other, resulting in flow resistance from a total of 216 or 288 wires. The largest mesh pore diameters observed are in the range of 106-181 lm, depending on device size. 31 The device has a variable porosity across the face intended to fill the aneurysm neck due to the gathering of the woven mesh at the device's center. Consequently, the device's porosity varies from 0% at the device center to 78% at the edges. 20 
Computational Modeling
An important parameter in patient-specific vascular modeling is the Reynolds number (Eq. 1).
where Re is the Reynolds number, q the fluid density (kg m À3 ), u the mean velocity (m s À1 ), l the length scale (pipe diameter, m) and l the dynamic viscosity (Pa s) Blood flow in the small-diameter vessels that feed the brain typically has a Reynolds number that is less than 1000, suggesting little risk of turbulent transition for the surface roughness of such a vessel. 11, 19 The pulsatility effects of blood flow were extensively studied by Womersley, who showed that pulsatile pipe flow adopts an increasingly non-parabolic flow profile with increasing flow frequency. 13, 50 The tendency for flow to depart from the steady-state profile and adopt a plug profile increases with the Womersley number, defined in (Eq. 2).
where a is the Womersley number, q the fluid density (kg m À3 ), x the angular frequency of flow oscillations (x = 2p/T, s À1 ), l the length scale (pipe diameter, m) and l the dynamic viscosity (Pa s)
This effect is small at a Womersley number typical of the small blood vessels supplying the brain (when a % 1.0-2.0). Flow profiles for the ICA and similar sized vessels have been validated with 3D Doppler measurements and show little departure from a parabolic flow distribution. 18, 33 Hence, most studies in the literature model the inlet of a vessel geometry as a parabolic velocity profile consistent with steady, pressure driven flow in a pipe (Poiseuille flow).
Typical mesh independent CFD solutions vary in size across the literature due to different percentage levels of required fidelity to the true solution, to the increase in mesh fineness required to capture complicated patient-specific geometries when compared to more idealized models, or due to different mesh requirements and behavior by different solvers-the latter being of particular importance since it depends directly on the nominal accuracy and numerical features of the solution algorithm employed. Idealized models often are reported utilising meshes of 50,000-500,000 elements, 41 whereas geometries based on patient-specific data sometimes necessitate 3,000,000-10,000,000 + elements for mesh independence. 6, 16, 39 Introducing a low-porosity stent with small mesh openings into such geometries almost invariably results in finer grid requirements for the same level of mesh independence. Stuhne et al. 41 concluded that to reduce random noise in the flow and to fully resolve WSS near to stent struts, the diameter of a mesh element should be less than 1/3 of the strut radius.
Aneurysm Treatment and Risk of Rupture
Many authors have linked a reduction in either aneurysm inflow (Q in ) or a reduction in mean aneurysm sac velocity to stable thrombus formation. 11, 17, 22 Another measurement linked to thrombus formation and frequently given in the literature is the turnover time before and after FD placement (turnover time = aneurysm sac volume/inflow rate), which allows comparisons between aneurysms with different sac geometries. 16 Finally, Sadasivan et al. 37 modeled aneurysm inflow in the two distinct components of diffusion and convection. Under this regime, resident times of the aneurysm inflow may be calculated with dramatic increases in flow residence time associated with thrombus formation. Such a model gives a 'virtual contrast' capability to CFD simulations, allowing direct comparison of results with patient angiograms.
Risk of aneurysm rupture is a complex phenomenon, which remains poorly understood. Both elevated and reduced WSS have been linked to aneurysm formation and increased rupture risk. 1, 12, 38 A study by Chen et al. 7 suggested that a number of shear-stressbased metrics (WSS, OSI, GON etc.) may have a substantial role in aneurysm enlargement or rupture, but the biochemical basis of such hypotheses remains almost entirely unknown.
The WSS distribution seen in an aneurysm is patientspecific but has been found to correlate with aneurysm aspect ratio (height of aneurysm divided by aneurysm neck diameter): studies have linked an aspect ratio greater than 1.6 with an increased risk of rupture, attributed to an elevated WSS in the dome due to the jetting effect of the geometry. 43 Flow velocity inside the aneurysm, and consequently WSS distribution, is inversely correlated to the square of the aneurysm neck maximum diameter. 38 Thus, prediction of aneurysm rupture by size, which is commonly held to be the strongest metric of rupture (especially in the clinical setting), supports the high-WSS theory of rupture. Regardless of competing high or low WSS-induced aneurysm growth and rupture theories, it is widely accepted in the literature that a WSS magnitude around 2 Pa is typical of healthy arterial walls that will retain their structure. 26 Any large variation from a WSS of around 2 Pa can therefore be considered detrimental and may lead to an increased risk of aneurysm growth or rupture.
Pressure changes within an aneurysm and the surrounding vasculature may also influence aneurysm growth and rupture risk. Cebral et al. 6 linked an increase in aneurysm pressure and pressure gradient with rupture, following treatment with a flow-diverter in a study comparing CFD simulations and in vivo patient data.
METHODOLOGY
Governing Equations and Solution Procedure
Six anatomically accurate, bifurcation aneurysm geometries are selected: three examples of a Basilar tip aneurysm and three examples of an ICA terminus bifurcation aneurysm. The geometries are segmented from MRA data in OsiriX (OsiriX v.4.1.1, Freeware) and converted to STL format before being imported into Blender (Stichting Blender Foundation, Amsterdam, The Netherlands). The geometries are trimmed to result in vessel lengths of around five vessel diameters distal and proximal to the aneurysm location, as shown in Fig. 2 .
The 'Sphere' device is a self-expanding flow-diverter that may be deployed by micro-catheter unsheathing. The device is sized with a diameter between 4.50 and 6.50 mm depending on aneurysm neck size and is constructed from a continuous NITINOL Ò wire of 102 lm (0.004¢¢) diameter. See Fig. 3 (left) . The caplike dense portion of the device is placed at the aneurysm neck, which is in turn secured by the two device legs that are positioned in the parent vessel proximal to the aneurysm neck. The cap-like portion of the device used in this simulation, which blocks aneurysm inflow, has a porosity of 54%. The 'Sphere' has been designed in several configurations with varying geometric designs and face densities. A 'Sphere' device is virtually sized to both the aneurysm neck and parent vessel diameters before being virtually deployed. A typical device placement is shown in Fig. 3 (right) .
The aneurysm geometries, with and without the device deployed, are imported into CFD-VisCART (ESI Group, Paris, France) to be meshed. The meshing of each geometry is completed with a Projected Single Domain con-conforming mesh, an Omnitree Cartesian tree type, and three near-wall Cartesian layers to give a smooth and well-resolved boundary definition.
The meshes are imported into the multi physics suite CFD-ACE + (ESI Group, Paris, France). Although blood is in general non-Newtonian, it has been shown that the non-Newtonian effects can be assumed secondary in arteries with a diameter greater than 0.5 mm. 29 Non-Newtonian effects have also been shown to be small inside the aneurysm dome. A negligible difference is seen in flow, pressure and WSS distributions between Newtonian and non-Newtonian models with non-Newtonian models suggesting more stable flow regimes where oscillations are damped by increased viscous forces. 44 Thus, in this study the blood fluid is assumed incompressible and Newtonian with a density of 1000 kg m À3 and a dynamic viscosity of 0.004 Pa s. A rigid arterial wall is assumed, as it has been shown to have little effect on the flow patterns seen when compared to simulations with elastic compliant walls. 10 Blood flow is modeled as an incompressible fluid with unsteady 3D Navier-Stokes governing equations that are solved following the control (or finite) volume approach, with a Central Differencing scheme for spatial differentiations and interpolations, as well as a Crank-Nicholson second order scheme for time-marching. The SIMPLE-Consistent (SIMPLEC) pressure correction method 28, 46 and an algebraic multigrid method for convergence acceleration 48 are used. The periodic variation of the mean inlet velocity of each vessel is scaled to fit volumetric flow curves generated from a 1D model of the arterial tree. 34 Typical flow profiles for the ICA and BA parent vessels over the cardiac cycle are shown in Fig. 4 and have mean flow rates over the cardiac cycle of 230 and 120 mL/ min respectively. Steady state tests are run with mean flow of 230 mL/min for the ICA geometries and 120 mL/min for the BA geometries. Poiseuille flow is assumed and a parabolic, radially symmetric inflow profile prescribed. Inlet Reynolds numbers in the range of 274-392 are seen across the steady state simulations of the six geometries. Transient studies are run with the same meshes but a time-varying inflow based on the profiles of Fig. 4 .
The option to include outflow boundary conditions derived from either experimentally measured flows or pressures, values originating from 1D models, or simple fixed pressure values was available to the authors. Given that the goal of this study was to compare conditions between untreated and treated vessels, and that access to measurements for the particular aneurysms studied was not available, the simplest possible outlet boundary condition was chosen to avoid spurious assumptions of downstream flow conditions after device deployment. Hence, in both the steady and transient computations an outflow boundary condition of fixed pressure is prescribed at all daughter vessel outlets. Although such a condition may be less realistic than pulsatile 1D analogue models and not fully capture the different back-pressures of the circulatory branches, the relative proportions of outflow in each daughter vessel observed in this study do not differ substantially from in vivo results recorded elsewhere in the literature. 14, 35 Mesh Independence Transient flow mesh independence tests are performed on one aneurysm geometry from each location, with and without a device deployed (in this case geometries BA_02 and ICA_02). The grid independence test metric employed is the mean volumetric flow at the aneurysm neck. Meshes are generated at increasing levels of fineness with minimum cell densities in the range of 1-50,000 elements/mm 3 . The solution is assumed mesh independent when the discrepancy between two consecutive meshes falls below 1% of the total inflow. Aneurysm inflow is measured at salient points in the cardiac cycle (peak systole, dicrotic notch etc.) as well as computing a mean aneurysm inflow over a single cardiac cycle. Three full cardiac cycles were simulated with results measured from the final cycle in order to remove transient effects. The study suggests mesh independence at meshes with a typical minimum cell density larger than 4000 elements/mm 3 as shown in Fig. 4 . Additionally, at this level, the number of mesh elements in each geometry measurement plane exceeds the recommendation of Jou et al. 17 to fully resolve flow features.
Similar mesh independence tests were performed on all six aneurysm geometries, with and without the device deployed, but for steady-state simulation only. The simulations were run with an inlet velocity typical of the mean velocity seen across the cardiac cycle in the ICA and BA respectively. The steady-state mesh independence test suggested a similar independent cell density (4000 elements/mm 3 ) in five of the geometries. No convergent solution was found in the steady state for the ICA_01 geometry, possibly due to intrinsic strong unsteady flow patterns emerging due to flow instabilities, as reported by both Valen-Sendstad et al. 45 and Baek et al. 3 at high and low frequencies respectively. This extensive mesh independence analysis resulted in mesh size selections that vary between 3.41 and 6.52 million elements across the geometries for both transient and steady state tests and for cases with and without the device implanted.
The independence of the transient flow solution with time-step size was also investigated. Simulations run at a time-step(Dt) of 0.05, 0.01 and 0.005 s respectively indicated that Dt = 0.01 s offered both good convergence of solution, unlike Dt = 0.05 s, and no significant change in flow pattern when compared to Dt = 0.005 s. Such a choice of time-step is consistent with similar CFD studies. 17, 23, 45 Aneurysm inflow is measured through a plane defined at the aneurysm neck. The plane must be placed as close to the natural neck of the aneurysm without falling too close to the device, which can lead to spurious results from local vorticity, as observed by Kim et al. 19 For the purpose of our analysis, this plane also defines the boundary between the aneurysm dome and parent vessel.
RESULTS
Transient simulations are run with a time-step of 0.01 s for three cardiac cycles at 75 BPM, totaling 2.40 s. The simulations are run on up to 32, 2.93 GHz cores with each time-step converging to five orders of magnitude residual reduction in around 50-100 iterations in a typical solution time of 40 min per time step. Steady simulations are run on up to 8, 2.93 GHz cores with a typical solution time around 20 hours to the same residual. No convergent steady-state solution at mean parent vessel flow rate was found for the ICA_01 geometry. An entry plane meeting the criteria previously set out is projected across each aneurysm neck, and the aneurysm inflow at each time step of the transient solution and for the steady state solution is calculated. For both the steady state and transient solutions, the aneurysm inflow before and after device placement are compared to give a percentage flow reduction for a given time step.
The steady state mean inflow with a device, without a device, and the subsequent flow reduction for each geometry, excluding ICA_01, are plotted in Fig. 5 in red. The mean (over one cardiac cycle) inflow with a device, without a device and the subsequent flow reduction of a transient simulation is found by taking the mean of the flow reduction from each time-step and is plotted in Fig. 5 in blue for each geometry. The range of inflow and flow reduction seen over the cardiac cycle for each geometry is also indicated in Fig. 5 , but in black.
The mean flow entering the aneurysm sac in the BA geometries is similar to the mean flow in the parent vessel (120 mL/min), suggesting almost all of the blood flowing in the parent vessel enters the aneurysm. The pattern in the ICA geometries is quite different. Although the mean flow in the ICA geometry parent vessels is almost twice that of the BA cases, at 230 mL/ min, the mean flow entering the aneurysm sac in the ICA geometries is equal or substantially less than for the BA cases. The ICA_03 geometry shows a mean aneurysm inflow of approximately half the parent vessel mean flow while the flow entering the aneurysm sac in the ICA_01 and ICA_02 cases is only 5-20% of the parent vessel flow.
A similar pattern is observed after device placement, as shown in the center graph of Fig. 5 . Again the aneurysm inflow in the BA geometries exceeds that of the ICA geometries despite the substantially higher parent vessel flow in the ICA cases. Both ICA_01 and ICA_02 also experience a very low level of aneurysm inflow after device placement, which, in the ICA_02 case, corresponds to a mean inflow of less than 5% of the parent vessel flow.
As previously discussed, no convergent solution for the ICA_01 geometry was reached for a steady state simulation of mean parent vessel flow. The steady state simulations of the five other geometries give similar results to the mean result of the corresponding transient simulations with the exception of the BA_01 ''no device'' and BA_03 ''with device'' cases. Both the mean and maximum aneurysm inflow with no device predicted by the transient simulation of BA_01 are of note in that they appear non-physical, exceeding the corresponding mean and maximum parent vessel flow rates.
An explanation for this phenomenon is discussed in the following section and elucidated in Fig. 8 . Figure 6 shows typical lines tangent to the instantaneous velocity vectors at a point of mean parent vessel flow in each transient simulation for the BA geometries with and without a device deployed. In all three geometries, flow in the aneurysm sac before and after device placement is dominated by a single vortex with a small degree of, possibly, chaotic mixing. 40 A reduction in this mixing and both the mean and peak flow velocity in the aneurysm sac are seen after device deployment. The BA_02 geometry experiences the greatest reduction in aneurysm inflow and also appears to retain the simplest flow regime (a single vortex with little jetting) both before and after device deployment. The jetting seen in the BA_01 and BA_03 cases with no device is substantially reduced after 'Sphere' deployment but the flow reduction seen is some 20% less than for the BA_02 case. A more complex flow pattern remains after device deployment in these two cases with flow violently striking the aneurysm wall before dissipating into a vortex. In all three geometries the device reduces the aneurysm inflow velocity at this mean parent vessel flow condition to typically less than 0.25 ms À1 . Figure 7 shows typical lines tangent to the instantaneous velocity vectors for the ICA geometries with and without a device deployed. The mean flow reduction for each geometry is also indicated in both figures. The flow patterns within the aneurysm sac for the ICA cases are also dominated by a single vortex with a small amount of, possibly, chaotic mixing. 40 The flow patterns appear less complex than for the BA cases but a large variation (almost 40%) in inflow reduction after device deployment is still seen. Flow velocities in the aneurysm sac are greatly reduced after placement of the device but the flow pattern of a single vortex appears unchanged, although this is less clear in the ICA_01 and ICA_02 cases with very low aneurysm inflow after device deployment. The post-device reduction in flow velocity entering the aneurysm sac at mean parent vessel flow is greater than in for the BA cases, with inflow reduced to approximately 0-0.15 ms À1 . Further detail of the flow regime in the aneurysm sac of the BA_01 geometry for both steady and transient computations is shown in Fig. 8 , which is discussed at length in the following section. Broadly, a zone of flow recirculation at the aneurysm neck results in aneurysm inflows that exceed the instantaneous parent vessel flow rate.
Finally, distributions of WSS magnitude are shown in Fig. 9 . WSS magnitude is viewed from the front and back of each geometry and both with and without the device deployed. WSS plots are shown for maximum inflow at peak systole, and although the magnitude of the WSS varies, the WSS distribution remains approximately the same across the cardiac cycle. Across all geometries the 'Sphere' device reduces the overall WSS magnitude within the aneurysm dome. Peaks in WSS magnitude correspond to areas of flow impingement or jets with high velocity fields near the wall (see Figs. 6, 7 ) and the reduction in flow jetting after device deployment is also apparent in the WSS distributions and is especially pronounced across the Basilar geometries and in ICA_03.
DISCUSSION
From the aneurysm inflow with 'no device' shown in the first graph of Fig. 5 , it is clear that the BA and ICA geometries behave very differently with a much higher aneurysm inflow rate in the BA cases despite the lower parent vessel flow rate of the basilar artery. This phenomenon may be due to the anatomical differences in the BA and ICA termination bifurcations; in the BA cases each aneurysm is relatively wide-necked, with an aneurysm neck diameter larger than the parent vessel diameter, whereas the ICA cases are relatively narrownecked and typically have an aneurysm neck smaller than the parent vessel. Consequently, the resistance to flow entering the aneurysm in the BA cases is much lower than in the ICA cases, which may explain the reduced flow entering the aneurysms in the ICA geometries despite a much higher parent vessel flow rate than the BA geometries. This hypothesis is also supported by the higher peak and mean velocity of the flow in the aneurysm sac of the BA geometries, despite similar parent vessel velocities between the two vessel types.
From the transient results shown in Fig. 5 (bottom) , it can be seen that the 'Sphere' device produces a large variation of flow reduction across the six geometries, with a range of 30.6-71.8% in mean reduction and flow reductions as low as 19.1% and as high as 87.5% seen at the peak systole and the dicrotic notch respectively. Consistently across the geometries the greatest reduction in inflow is observed at the point of lowest parent vessel flow (dicrotic notch) and the least reduction in inflow is observed at the highest parent vessel flow (peak systole). In the BA_01 and BA_03 geometries there is a discrepancy between the mean of the transient prediction of flow reduction (blue) and the steady state flow reduction prediction (red) but otherwise the steady state predictions of mean flow reduction are very accurate for the remaining three geometries for which steady state solutions exist.
In both the BA_01'without device' and BA_03 'with device' cases, the steady simulation appears to have underestimated the aneurysm inflow. An explanation for this discrepancy is suggested in Fig. 8 . The transient simulation of BA_01 reveals recirculation behavior in the right-hand portion of the aneurysm dome with flow both exiting and re-entering the aneurysm neck. This can be clearly seen when comparing the steady and transient 'without device' simulations in Fig. 8 : the steady simulation (a) suggests a flow pattern with a large low-velocity vortex, in the right-hand portion of the aneurysm dome, with the axis of rotation coincident with the centerline of the parent vessel, whereas the transient simulation (c, e, g) indicates a similar sized low-velocity vortex in the same approximate location but rotating about a perpendicular axis. The vortex seen in the transient case encourages substantial flow recirculation in the aneurysm with flow briefly exiting on the right-hand side of the aneurysm, before being drawn back into the aneurysm close to the centre of the aneurysm neck. This recirculation appears to be the source of the discrepancy between the steady and transient BA_01 results seen in the 'without device' graph of Fig. 4 . The discrepancy does not appear as dramatic for the same geometry with the 'Sphere' deployed, as the device appears to be reducing the momentum of the aneurysm inflow sufficiently to promote a flow pattern where the vortex is weaker and is rotating about an axis closer to that in the steady state prediction as seen Figs. 8b, 8d, 8f, 8h. This also explains the seemingly non-physical result shown in the BA_01 'without device' case where a mean aneurysm inflow of 137 mL/min is calculated despite a mean parent vessel flow of only 120 mL/min. The additional 17 mL/min results from the recirculation of flow exiting and re-entering the aneurysm neck. The same effect is present in the BA_03'with device' geometry but to a lesser extent.
Considering Figs. 6 and 7, it appears the action of the 'Sphere' is to reduce the velocity and intensity of the flow entering the aneurysm sac with little change in the general flow pattern within the aneurysm, with the exception of BA_01 as previously discussed. In all geometries with no device deployed, the flow in the aneurysm sac appears to be dominated by a single vortex accompanied by a small degree of chaotic mixing, where the inflow jet first strikes the aneurysm wall, as also observed by Butty et al. 4 Such mixing appears less prevalent in the BA_02 and ICA_02 geometries, which both saw flow reduction in excess of 50% after device deployment. The ICA_01 geometry, however, which also saw a substantial flow reduction, has a flow pattern dominated by mixing that was subsequently reduced to a very slow moving single vortex after device deployment.
As previously discussed, the precise mechanisms of high or low WSS-induced aneurysm growth and rupture are still hotly debated; in this case, the 'Sphere' device appears to promote a healthier hemodynamic environment within the aneurysm sac by reducing the peaks of the WSS distribution to a more physiologically normal value (~2 Pa) as shown in Fig. 9 . The larger ICA flow rate results in increased blood flow velocity and hence higher WSS in the ICA cases. This is particularly noticeable in the ICA_01 geometry, which has a below-average vessel diameter (<3 mm) resulting is very large velocities (Fig. 7) and hence high WSS magnitude throughout the geometry. This effect is likely to be lessened physiologically with more elastic deformation of the larger ICA vessels, in turn reducing the WSS magnitude.
As previously discussed, the geometries that experience the greatest flow reduction after device deployment appear to have less flow impingement/jetting in the aneurysm sac prior to device placement. This is reinforced by the WSS distributions of both the BA_02 and ICA_02 geometries where no high WSS (>5 Pa) regions caused by flow jets occur in the aneurysm dome. Conversely, the three geometries that perform less favorably in terms of device flow reduction (BA_01, BA_03 and ICA_3) also have high WSS distributions with peaks from flow jets in the aneurysm sac before device placement. The ICA_01 case does not fit this pattern of high WSS in the aneurysm sac corresponding to poor flow reduction by the device, but the smaller size of the ICA_01 aneurysm (with a height and width roughly equal to the parent vessel diameter) results in less flow jetting generally and a flow pattern in the aneurysm that is more similar to the BA_02 and ICA_02 geometries. It is also apparent that higher aneurysm inflow, either with or without the device (detailed in Fig. 5 ), does not appear to correlate with increased WSS magnitude in the aneurysm sac.
The authors also created plots of pressure for each vessel before and after device deployment, which are not included here as no salient changes were seen, with the exception of a small increase in inlet pressure after device deployment, corresponding to the increased resistance to flow in the vessel. The large increases in aneurysm sac pressure correlated with aneurysm rupture, which were observed by Cebral et al. 6 following FD deployment, would not be detected in this study, as the pressure increase was attributed to the reversal of parent vessel stenosis, which cannot be modeled when assuming a rigid vessel wall as in the case of the current study. The correlation between a number of geometric features of each aneurysm and the aneurysm inflow calculated before and after device placement was investigated. No correlation was found with parent or daughter vessel size or with the proportion of outflow leaving each daughter vessel. These factors were also considered for the flow reduction achieved by the device with no correlation found. No correlation was found between the 'no device' aneurysm inflow and the subsequent effectiveness of the deployed device. The asymmetric distribution of outflow between daughter vessels across the geometries was found to have no correlation with device effectiveness. The 'peakedness' (defined as the ratio of maximum inlet velocity to mean inlet velocity and similar to the kurtosis in this case) of the flow profile entering the aneurysm was also found to have no correlation with the flow reduction due to the device.
In the authors' experience, the flow reductions from the 'Sphere' device deployed in bifurcation aneurysms are comparable to those produced by conventional low-porosity stents such as the SILK/PED, for sidewall and bifurcation aneurysms. It is intended that the full details of such a comparative study will be the basis of a future publication and are not included here for brevity. Although such flow reductions are comparable, bifurcation aneurysms present significantly more clinical difficulties than sidewall cases, and the treatment of bifurcation aneurysms with conventional FDs is often seen as a treatment of last resort. 21 The possibility of using the 'Sphere' device to treat such difficult aneurysms, and especially difficult cases that are also wide-necked such as the BA_01 geometry, without the placement of the device within the delicate aneurysm sac is also highly desirable.
The current study has shown the 'Sphere' device to have a good flow-diverting ability in a number of bifurcation aneurysm geometries. However, significant aspects of the device's design have not been analyzed: chiefly the device's manufacture, deliverability, and the mechanical deformations experienced by both device and vessel wall that govern device security. Of these elements the question of device security and the prevention unintended migration is of paramount importance; the authors are currently confronting this design issue and intend to publish further analysis in future publications.
CONCLUSIONS
Preliminary CFD analysis in a number of aneurysm locations and geometries indicates that the 'Sphere' design in this study is a viable flow-diverter design for treating bifurcation aneurysms by introducing substantial aneurysm inflow decrease. A range of flow reductions, which are comparable to those achieved with commercially available devices, is seen across the six aneurysms simulated. In all six geometries the device is found to reduce the WSS distribution within the aneurysm sac to values closer to a healthy vessel. The effectiveness of the 'Sphere' device is compared to a number of geometric and flow-based features of each aneurysm geometry, where no correlations have been observed. 
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